9

CERTIFICATION by CUSTODIAN of RECORDS 1\
Tucson Police Department Crime Laboratory %
1306 W. Miracle Mile, Tucson, AZ 85705

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

80-004605] maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: [Zb-20{L Call —— AC Cal2- AC

Between the dates of - and  —
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on / 26206
The instrument was returned to serviceon ——

A (ol
7
Terry S. Gallegos
/Lt

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this 277%™ , day of
Jonupry— 20

P e Pcpsicese

OFFICIAL SEAL

S i)\ ELMA ESCARCEGA

5 ,@ fj NOTARY PUBLIC-ARIZONA
e PIMA COUNTY

My Gomm. Exp. Nov. 3, 2019

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

lot2
oh
|-26-201( W

Date:
QAS: ﬂ vry (,}//ﬁ oS REHT
Intoxilyzer Serial Number: 5) O ’00(00 S/

Reason For Service: i I-ZS-Zﬁlb’g IW% /4914€€0l bﬁy 07£¥;CG,V Saeléuﬁé[
thak €0-006051 displays Sy S Han falt #oy Contackimf "
and T &maju‘ the Lntoxilyzer fo the Lab [ more losts.

T domloaded Hhe COBRA data and sent A b Mf@rr@/%g’-

Date Out of Service: [-26. 201 b

Calibration Check completed prior to removal from service

Date: M o)

SQAP completed prior to removal from service

Date: H 0

Corrective Action: ?j Sent to CMI, Inc.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.
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Serwce Evaluatlon Form 759

This form MUST be completed and enclosed with instrument to be setviced.

Note: Please ship items in their original shipping container.

Contact information: ~ Customer Number |05 OF5  (contact Customer Service)
Name | £RRY ALLZ(0S Phone: (530) ¥3%F TL T+
Fax: (520) 341~ 4642 Email: TERRY, G ALLE1DS @ TUCS 6VAZ. GOV
Bill to Address: Ship to Address:
FINANCE, /Au, ouNTS PAYARLS, — Tiicson) FoLice PLPARTMaMT CRIMELAR
PO BOX AFHSD 20k W. MIRACS Mig

Tucson, w2 3576 -FH50 Tucson, Az X5705

Instrument Serial Number: SQ '120605/

Detailed D i n of Problem . .
e St “ogStem Landle 018 Contuct ML gud it fuiled these
_Dmam?ﬁcr EEProm 5 DSP , Afn@[ﬁha} +est.

*'*Hazardous Material Warning! — DO NOT return gas cylinders with instrument! ***

Note: An evaluation fee of $39.50 for handheld instruments or $79.00 for IR evidential instruments will
apply to estimates which are not repaired.

g | Authorize Repairs Up To: All B$250 D$500
Purchase Order Number 3 F7 b3

Authorized By:
TERRY GALLE bipS  TOKIOLOGY CoORDINAToR STP o

N(an_w;zji;?n Title CMI, Inc.
. Attn: Service Dept.
/ % M/é 316 East Ninth Street

Signature ~“ Date Owensboro, KY 42303

mo, please send estimate before repairs are made. An estimate will be faxed before performing
any repairs and may cause delays in service.

316 EAST NINTH STREET & OWENSBORO, KENTUCKY Pursuant to Section 28.1327, Arizona

Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department.
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